RISSOURI DEPARTMENT OF HEALTH . - o
' STATE PUBLIC HEALTH LABORATORY o fonce . o s
DATAMASTER MAINTENANCE REPORT s CREATHALTOHOL PRAGRAL

is repaired. Send copy to Department of Health; retain original in department file,

DATAMASTER SN DATH oe ms TION
20t b0 INVENTORY H 127292 S5 {2065

LOCATION OF INSTRUMENT (STREET AND GITY) ]L} S, WATER. STREET|TIMECF INSPEGTEON

CLA CounT] SheriFE'S DEMETMENT - U Berm, Mo (Hobf [

CHECKLIST: Place a check {v) to the left of each item if found to be satisfaciory or if operating within estab!tshed limits. (Write
in observed vatues where determined.} Unchecked items must be corrected before using instrument,

mIAGNOSTIG CHECK (PHINTOUT ATTACHED)

ET/COMPUTER . @/?ETEOTOR
E’]/PROGRAM ‘ E/f;'ILTERS

E]/i_-tEATEt%S SAMPLE CHAMBER 20 og IE/QUARTZ STANDARD
EE/FLOW DETECTOR E/QAUBHATEON

E(PUMP HIGH SPEED fE(PRiNTER

[Z/t;NmoATOR LIGHTS , -
B/TJMEAND DATE (453 05/2‘1/0‘}

[E/JMULATOH TEMPERATURE (34 °C + 0.2°C) vC
P WA

[M CALIBRATION GHEGK -
Run three tests using a standard solufion. All three tests must be within & 5% of the standard value and must have a
spread of .005 or less. Check the box’ corresponding to the standard solution being itsed. (PRINTOUT ATTACHED) (USE

m?‘RCULATiON PUMP)
0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE

[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE i
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) .

e ot ). e o /e e s 7

M//E’ERFORM R.F.I. TEST (PRINTOUT ATTACHED) ’ \

MNUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 2 I(o-m) ') (.05-.09) . [ !( 10-.14) '7 l( 15-.19) l% {Over .19} /:‘_
List any new parts and describe any alteration or modification that was made to restore the instrument to operate satistactorily
and within established limits (use other side if necessary)

’ INSTROUMENT  ofgRATIN G VNS'-F\-HA DEYARTMENT 0F  HeAUTH  STANDARDS
/ Gotn LABOR ATomES INC, (o7 082 41y MEe. DATE - O~ )th-pd

Exp._DATE - 07-jtk- 09 Borruz k@U@ . 1o/, %oummJ

PHINT NAME

[TPR. R.J~ L’Jlut’ci'r’ = 1129
TYPE 1| PERMIT NUMBERJEXPIRATION DATE : TELEPHONE NLMBER
| Q20047 / 02-07-2010 Ble-(272- 0pov

MG 580-1468 (9-84) ¢ AN EQUAL OPPORTUNITY/AFFIRMATIVE ACT:ON EMPLOYER : Lab.-116
services provided on a nendisceiminalory basis .

R Complete th:s report in tj;;t;c;t; (;t the trme of- the regular monthly preventive maintenance check and\j‘gﬁ;ne—:g‘iér",ifrg‘gtrumeht




451& GUTH LABORATORIES, INC.

530 NORTH 67th STREET ® HARRISBURG, PA 17111- 4511 ® TELEPHONE: 747-5845470

CERTIFICATE OF ANALYSIS
Certified Alcohol Refe_rénde Solution for Simulator

Random Samples of Lot Number . | 08240 of -
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to comtain  0.1221 percent
(w/vol) ethyl alcohol. The expiration date for this lot
numbér is July 14, 2009 at 11:59 PM. |

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water ‘used in this solution were - -

free of test interfering substances.

Ted L. Pauley, Presid- 7t
GUTH LABORATORIES, INC.

e NARVEL WV e oF PRNE L w@? T0TVEILT Ceptd WAL e P STt S AR T T R e R

st



FRREST TINE: 13530
CSUBJECT HAMES
. RFE/SANPLE
D0Bs 928352
STATE u.r." et

:Hﬁxgud‘m -
FFRICER I.0.: 1123
TESTING GFFICER:
SAME

WP ICER .sw

-meumw

: iz o) N

m»s This: m_% Down - ?_m _.Ema I Eﬁ_

LY
ar

t

m

-—J
cﬁ:)
XS
e

Lhoon

LECRE S

[l

i)

.. 7~ >
'on recycled paper with agri-based inks

CMSU z208-02

323

RERRT AT

s f h g

e

i,

T

his’Side Down - This Edge To' First

ETATE HIBHWAY PETROL
ER ZERIAL NUMBER 2841é&
e R L

TEETING OFFICER:

WILHOIT R~
OFFICER I.0.: |

=== ZUPERYVIIOR MODE

BLAMNK TEST . QR 19552
MTERMAL STAMDARY YERIFIED 1952
EXTERNAL STENDRRD LBIE 19s sz
BLAMK TEST . B 19555
EXTERNAL STANGRRD LY 1HESS
BLANK TEST . BEi 191 54
ESTERMAL STANDARD' . tae 191 54
BLAMK TEST . B 1o ss
, A AR
_,.p recycled um_um_..,a? mm;..uwwmn. inks CMSU 2208-02




Face This Side Down ; T_ms Tdge In First

b AC DataMaster

[

SRR HIGHERY  Proboog
B b iR MUMBEE 2 s
Lilae oM opy

I
e WLHEEHCE T L LHELE - e
LI L

S EE O (D FAF. s

e R T
HPFLE LHARDBE Tk

e

LM M b fEer A

(EREIE RIS oY I (I
TR e LIEAY
FRNRN S [RUNSRY
3 NN S (R FUETSS TR (RENE

FLEERH Y L b Y

BRI Ee R
O S I T L F R L S T L S TS TI N ST R
?il HLMBROF R T L "M..u_ E-d T mocde oy ik Do *
Qrepngazs e ‘
or Signature ﬁ ] b
recycled paper \.;mh agri-based Inks CMSU 2208-02
..... - s . , e s




